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Materials and Methods
Unless otherwise specified, the experimental materials and procedures were as described previously (1) (2) (3) (4) (5) 
Results
Studies with Mixtures of Known Content
Slide vs gravimetric method. 3The rationale for using both the HPLC protocol and the J-G TBIL method here is twofoldi (a) the J-G method is more precise and accurate than the HPLC procedure over a wider dynamic range (7), and (b) only the HPLC procedure can resolve serum bilirubin into its four main subfractions.
Thus, the strengths of the two methods are combined to give comparative values of the subfractions. (calibrated with B,. and B,,) and by the J-G TBIL method (calibrated with B,,) Known weights of B,, or B,, were added to aliquots of pooled normal serum (basal TBIL 
Other Analytical Variables
Precision.
We evaluated the reproducibility of the B B,, slide by analyzing frozen serum pools from patients. Evans for valuable support in the thaw assays; and B. Ferris and C. Little for the HPLC assays.
We also thank D. Lo for making available to us the data in Figure 8, 
